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Abstract 

Two active hydrogen masers for laboratory use have been constructcd recently at 
the National Research Council of Canada (NR.C). Thcsc have heen dcsigrlccl to be 
operated as clocks and as contributors to thc NRC t ime scale. Details of their design 
are presented. Although the masers have not yet beer1 operated llnder full temperature 
control and with the complcte electronics package, some prclirni~lary xneas~lremcnts of 
line-Q and frequency stability have bcen made, and will be cliscusscd. 

INTRODUCTION 

The National Research Council of Canada has been involved in rcsearch in the PTTT field for over 40 
years. A number of designs of primary cesium beam frequency standards and clocks have been built 
and, currently, three are in operation. These are designated CsV, CsVIA, ant1 CsVIC. In addition, 
two hydrogen masers, H I  and H2, have been operatcd as frequency standards for over 20 ycars. At 
present, one of these (HI) is still in use. Recently, two ncw active hydrogen masers, designalcd H3 
and H4, have been designed arid constructed. They form the subjcct of this paper. Details of their 
design will be presented, together with some preliminary operating ~1~aract~c:ristics. 

GENERAL DESIGN DETAILS 

The design of these masers has been based partly on experience gained a t  NRC['] and a t  Laval 
University in Quebec City where hydrogen masers have also beer] tluilt. Details of t,hc Laval masers 
were presented at an earlier PTTI rnccting[2]. 

Eventually, it is planned to  operate the masers I13 and H4 as clocks and as ~ontr ibut~ors  to  the NRC 
time scale. This requires that  they exhibit good reliability and  good long--term frequency stability. To 
this end, considerable care has been taken to isolate the resonar~t, cavity mecl~ar~ically and thermally. 
Also, a number of improvements have been made ovrr the earlicr rnasers con~truct~ccl at  NRC. For 
example, only metal seals are used on the vacuum systcm. 11nprovrd rriagrietic shielding and improved 
temperature control systems arc also employed. 

The masers are housed in cabinets 71 ctn wide, 120 cm lorig and 155 crrl high. They can be moved 
to  different locations in the building, if desired, but are not dcsigr1t:d for cornplcte portability. The 
electronic circuits are contained in the maser cabinets. DC power for ttic rrrasers is obtained from 
float-charged storage batteries, and AC power from the line with t):ick-up diesel generator protection. 
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The design of the masers is shown in Fig. 1. Many of the features arc quite conventional and only 
certain points of interest will be referred to. To reduce the effect of ambient magnetic field fluctuations 
five layers of magnetic shielding are used. The dimensions and spacing of these shields are simi1a.r to 
those used on the Lava1 University masersi2] for which a longitudinal shielding factor of 100,000 was 

A similar value is expected in this case. This mcans that a 10% fluctuation in the earth's 
field should cause a frequency change of less than 1 part in 1015. 

Three concentric ovens are used outside the vacuum system for temperature control and, inside the 
vacuum system, two thermal shields consisting of aluminum cylinders and end plates enclose the 
resonant cavity. They are thermally insulated from each other and from the vacuum enclosure by 
means of ceramic spacers. This arrangement should result in high isolation of the cavity from external 
temperature changes. 

CAVITY SUPPORT STRUCTURE 

The structure used for supporting the cavity inside the thermal shields and the vacuum enclosure has 
been designed to give good mechanical decoupling from or~tside vibration and barometric pres:sure 
changes. The bases of the thermal shields are supported on kinematic mounts employing the ceramic 
spacers already mentioned and pyrex balls. The quartz baseplate of the cavity is supported on three 
titanium pins with rounded tips which fit into conical holes in thc  quart,^. Flexing of the pins will take 
up the difference in dimensions duc to relative thermal expansion of the quartz and aluminum. The 
top plates of the cavity and the thermal shields are lightly loaded mechanically by beryllium copper 
leaf springs which are thermally isolated by pyrex balls. Details of the cavity region are shown in Fig. 
2. 

The resonant cavity is made of fused quartz. It is thermally cornpcnsated by means of a re-entrant 
aluminum disk attached by three aluminum posts to  the quartz ring at the top. The quartz is silvered 
internally using fired-on silver paint. The loaded Q of the cavity is 38 000. There are two couFlling 
loops, one with a coupling coefficient of about 0.15 and the otXier with a much lower value. A spherical 
storage bulb 18 cm in diameter is symmetrically located in the cavity. It is coated internally with 
FEP-120 Teflon and the neck of it is fitted with a collimator consisting of a bundlc of seven thin-walled 
quartz tubes inside a quartz sleeve. The tubes are also coated with Teflon. The theoretical storage 
time is 3 seconds. 

VACUUM SYSTEM AND HYDROGEN SOURCE 

All vacuum seals on the masers use metal wires or rings: either copper or indium. Pumpinig is 
performed by a single 270 L/s ion pump. A successful sealing arrangcrnent for the pyrex source lbulb 
is shown in Fig. 3. It uses a double indium wire seal. Two stainless steel rings arc clarripcd to a flange 
on the source bulb using one indium seal. The assembly, consisting of the bulb plus the rings, is then 
inserted into the housing and clamped against the second indium seal. 

The hydrogen pressure in the source bulb is stabilized by using a scrvo system controlling the tern- 
perature of a thin-walled tube of palladium-silver alloy closed at one end and hcated by passing a 
current directly through it. This system has a response time of a few seconds, making it very useful 
for rapid beam flux changes required when cavity tuning by spin exchange broadening is used. 



MASER ELECTRONICS 
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FUTURE PLANS 

This paper is essentially a progress report on the development of the two new hydrogen masers. More 
camprehensive results will be reported at  a later date, when all the final electronic circuits are in use. It 
is planned to obtain frequency stability data under free-running conditions and with the two different 
tuning systems before deciding which system gives rise to the best long term frequency stability. After 
this decision is made the masers will be incorporated into the NRC time scale as clocks. 
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11 -QUAH I Z ST~JRAC~E BULB 22 -VARACTOFi TLJVER ASStMl3L Y  RCGULATOH 

(TEFLON COATING1 23 - I U N I N G  PLATE 3 4  H Y t i X O G E N  CVLINUER 

Fig. 1. 1)rnwlng sllowirig the d e s ~ g n  fcalurcs of the masers. 
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Fig. 6. Ourput power of maser H4 as a function of linewidth. 

Fig. 7.  Preliminary frcqucncy stability data. 



QUESTIONS AND ANSWERS 

ALBERT KIRK, JPL: How do you introduce the hydrogen into the  dissociator hulb and what kind 
of seal do you use there? 

MR. MORRIS: We use a palladium leak which is brazed on and then copper seals arc used. 

MR. KIRK: Copper seals between the palladium and the glassware? 

MR. MORRIS: There is a metal-glass seal and then the stainless steel tubing seal with copper rings 
seal to the  palladium leak. 

FRED WALLS, NIST: Do you have ariy lrlagnetic shielding between tlic source ; ~ r ~ d  t l ~ c  state selector 
and the entrance to  the magnetic shields around the cavit>y? 

MR. MORRIS: No, we don't. We have a coil tha t  can be activated if necessary in  the region between 
the source and the  underside of the magnetic shields. We haven't really had a char~ce to  look at ally effects 
yet, but a quick look at, applying reasonable currents, seemed to  show no change i n  oscillation level. 

DAVID ALLAN, NIST: The turn  up  in the a vs. T curve, was that  cavity pulling or do you know 
what be the  cause? 

MR. MORRIS: We had no temperature corltrol on the rnasers, there were cables all over the place. 
It was just t o  get an  initial look a t  how they were working. We don't have thc proppi- receivers in operatio11 
yet, either. 




